Probeneingang / sample inlet
niedrige Tribung / low turbidity: 2.5-3.5 I/min
B 12 hohe Trtbung / high turbidity: 3.5-7 I/min
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Mounting of instrument for maintenance on dockingstation
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Massblatt Gepriift Phs
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plan . Verteiler
Gezeichnet| Phs

Zeichnungs-Nr.

'E S I G R I ST © SIGRIST-PHOTOMETER AG
h CH-6373 Ennetbiirgen AQUASCAT2-MB

PROCESS-PHOTOMETER www.photometer.com index
Technische Anderungen vorbehalten. Subject to change without notice. 1




